[Application of dot immunogold filtration assay in antibody detection for cysticercosis].
To detect serum antibody of cysticercosis by dot immunogold filtration assay for establishing a diagnostic kit for cysticercosis patients. Cyst fluid of cysticercus of Taenia solium after dialysis was used as diagnostic antigen in dot immunogold filtration assay and enzyme-linked immunosorbent assay to detect the serum antibody in patients with cysticercosis. Samples to be detected included 71 sera from patients with cysticercosis, 90 sera from healthy people, 20 sera from patients with other parasitic infections or brain tumor. The sensitivity and specificity of dot immunogold filtration assay were 90.1%(64/71) and 95.6%(86/90), respectively. No positive reaction was recorded in cases with other diseases except one serum from a patient with brain tumor. The coincidence rate between dot immunogold filtration assay and enzyme-linked immunosorbent assay was 94.4% (152/161). Dot immunogold filtration assay showed promising result for the diagnosis of cysticercosis.